Abstract-A thin-film piezoelectric microactuator using a novel combination of active vertical translational scanning and passive resonant rotational scanning is presented. Thin-film lead-zirconate-titanate unimorph bending beams surrounding a central platform provide nearly 200-µm displacement at 18 V with bandwidth greater than 200 Hz. Inside the platform, a mirror mount, or mirror surface, supported by silicon dioxide spring beams can be excited to resonance by lowvoltage; high-frequency excitation of the outer PZT beams. Over ±5.5°mechanical resonance is obtained at 3.8 kHz and ±2 V. The combination of large translational vertical displacements and high-speed rotational scanning is intended to support real-time cross-sectional imaging in a dual axes confocal endomicroscope.
I. INTRODUCTION
A THIN-FILM PIEZOELECTRIC microactuator combining large vertical translation with high-speed, largeangle rotational scanning is presented for performing vertical cross-sectional imaging in a dual axes confocal endomicroscope. In dual axes endomicroscopy, separate off-axis illumination and collection beams are used to perform imaging with high axial resolution (2-5 µm) in biological tissues with large depth of penetration (200-500 µm) [1] . Real-time scanning in the x-z-plane can image the epithelium, where most gastrointestinal tract diseases originate, with the same orientation as tissue sections used by pathologists.
To miniaturize a dual axes confocal architecture to a 5 mm outer diameter instrument for endoscope compatibility (to perform real-time vertical cross-sectional imaging in vivo), a dog-bone-shaped micro-mirror must perform both vertical displacement and axial rotation, as in Fig. 1 Table I , include electrothermal, piezoelectric, and electrostatic designs. These designs that rely on active force in all axes either cannot attain the needed combination of vertical stroke and speed or have lateral scanning frequencies too low for in vivo imaging. A dual axes endomicroscope using a commercial DC motor for axial motion has been tested, but the motor is large and has low speed and accuracy due to large inertias and backlash [2] . The scanning actuator presented here, shown in Fig. 2 , uses the resonance of an inner rotational scanning mirror to perform high-frequency excitation with a large stroke, thin-film piezoelectric vertical actuator, via a gimbal that simplifies use in imaging. The large work density of thinfilm lead-zirconate-titanate (PZT) after a processing to remove underlying silicon enables large vertical translation. Meanwhile, mirror flexures are designed to have high natural frequency for raster scanning while the vertical axis translates. Large translational (nearly 200 µm at 18 V) and rotational motion (over ±5.5°at 2 V AC excitation) has been achieved.
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II. DESIGN AND FABRICATION
The scanning actuator consists of a silicon frame enclosing four outer legs with active thin-film PZT actuation, carrying an inner platform to support a micro-mirror with passive bending beam springs, Fig. 2 . The outer legs generate vertical motion using a bend-up/bend-down configuration previously reported in [3] . Each leg consists of two such segments in a folded arrangement, to provide a large range of motion and avoid in-plane rotation of the inner platform.
The inner platform consists of a rectangular gimbal or z-stage surrounding a dog-bone shaped inner mirror or mirror mount. The inner mirror is connected to the gimbal by an array of bending beam flexures. The first bending mode of the flexures, with mirror attached, can be used to generate rotational motion of the mirror, as shown in Fig. 3 . In operation, a small, high-frequency excitation of the outer PZT legs is used to excite resonance of the inner mirror and flexure array. This simplifies device design and eliminates the need to include interconnects from the microactuator frame.
The actuator is fabricated by thin-film PZT on encapsulated silicon-on-insulator (SOI) wafer processing as described in [4] . In brief, narrow (3 µm wide) trenches are etched through the device layer of an SOI wafer (30 µm -2 µm -500 µm layer thicknesses). These trenches are refilled with low-pressure chemical vapor deposited silicon dioxide, then planarized [ Fig. 4(a) ]. PECVD SiO 2 is added to augment the base layer to 500 nm after planarization. A bottom Ti/Pt electrode layer (100 nm) is sputtered onto the wafer, after which thin-film PZT (1 µm) is deposited by a chemical solution process. A second Pt electrode (100 nm) is deposited, and then electrode and PZT layers are patterned by ion milling and reactiveion etching. A gold layer (1 µm) defining bond pads and bend-down versus bend-up beam segments is deposited by liftoff [ Fig. 4(b) ]. Trenches are then etched through the device layer and buried oxide layers into the handle wafer [ Fig. 4(c) ]. A XeF 2 etch removes device layer silicon from underneath the thin-film PZT, allowing large bending deflections [ Fig. 4(d) ]. Rigid silicon components of the actuator are protected by the silicon dioxide barrier trenches. When a solid mirror surface is directly included into the actuator, as inset in Fig. 2 , a backside DRIE etch may be performed between steps (c) and (d) in Fig. 4 to release a mirror surface formed from the device layer of the SOI wafer.
The passive spring structure in the scanning actuators takes advantage of the two-layer structure of flexible design elements produced by the above fabrication process. A portion of the SOI wafer's buried oxide layer remains present between trenches etched to the handle layer. Under long PZT beams, this oxide layer is observed to buckle and adhere to the underside of the beam. In contrast, stress engineering is performed to break the layer of silicon dioxide on the actuator surface at resonant spring locations, leaving only beams formed from the buried oxide layer. Gold patches deposited on these springs where they join the rigid silicon frame and mirror platform have sufficient residual stress to reliably break the thin surface silicon dioxide layer, leaving only the buried oxide to support the mirror.
This arrangement provides a high quality factor, uniform single layer beam for generating resonant motion. While not as high performance as some other resonator materials, amplitude is limited by air damping and the amplitude of platform oscillation above the resonant frequencies of the active PZT beams. As a result, use of silicon dioxide as a resonator material does not appear to be detrimental to microactuator performance, while permitting direct fabrication compatibility with existing PZT devices.
III. EXPERIMENTAL TESTING AND RESULTS
Static and dynamic displacement of prototype stages was measured using a He-Ne Laser (Model 1507 Novette™helium-neon laser, JDSU, Milpitas, CA) and a vertical laser displacement sensor (LK-G32, Keyence, Livonia, MI) and PSD (PSM 2-20, OT-301, On-Trak, Irvine, CA). Two types of stage were tested, one with an integrated Au mirror surface, and another with etch holes through the mirror platform, to which a mirror surface could be adhered.
Static platform displacement was measured at multiple points on the gimbal and mirror for leg input voltages from [8] . Negative DC voltages produce only small negative displacements before returning to upward motion on the opposite side of the piezoelectric butterfly curve, as illustrated by the PZT thin-film characterized in [9] .
The inner mirror was excited by a ±2 V sinusoidal input at various DC offset voltages. Resonant motion about the x-axis was observed at 3800 Hz for a mirror platform with etch holes, Fig. 6 , and at 2800 Hz for a solid, gold-coated mirror. Peak amplitude was ±5.5°at DC offset of 7 V, with quality factor of about 75, for the mirror with etch holes. These large angular displacements are found to be achievable even in the presence of additional vibration modes occurring at lower frequencies (such as platform rotational modes). Due to large frequency separation, cross-coupling between axes is very small. Disturbance to vertical height from mirror resonance is less than 1 µm. However, non-uniformity of the actuation legs can lead to tilting of the vertical stage, with observed tilting ranging from < 1°to > 2.5°. Passive spring structure softening was observed in both device types, evident in an asymmetric resonant peak and a frequency shift when varying DC offsets. Modeling this nonlinearity is a subject of future work.
The PZT beams act as small capacitive loads of about 2 nF. Power consumption at mirror resonance is on the order of 30 µW. Power needs and thermal self-heating are thus very small. However, the PZT stack is susceptible to displacement due to ambient temperature changes of a few microns.
IV. DISCUSSION AND CONCLUSION
The scanning microactuators described here have achieved >195 µm vertical translation and ±5.5°rotation. Range of motion, open-loop vertical axis response time and inner mirror scanning frequencies are fast enough for real-time vertical cross-sectional scanning in a dual axes confocal endomicro- scope with a field-of-view of 800 × 200 µm at a frame rate of >5 Hz, based on the performance of previous, handheld imaging systems. Greater vertical displacements may be possible through the use of additional piezoelectric beams, and 3-dimensional imaging may be possible by differential driving of the outer legs. Operation of the piezoelectric scanner is currently constrained by nonlinear effects observed in both slow-and fast-axes. A better understanding of these effects will be required for best image registration with the described devices in endoscopic imaging. Likewise, feedback control may be helpful by using piezoelectric or piezoresistive measurements from the stage to actively regulate vertical and rotational motion. Nonetheless, the large range-of-motion and comparatively high-natural frequencies makes the scanning stage well suited for real-time cross sectional imaging in an endoscopic form factor.
